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Abstract
This paper presents an absolute X-ray photon energy measurement method that uses a Bond diffractometer. The
proposed system enables the prompt and rapid in-situ measurement of photon energies in a wide energy range. The
diffractometer uses a reference silicon single crystal plate and a highly accurate angle encoder called SelfA. We evaluate
the performance of the system by repeatedly measuring the energy of the first excited state of the potassium-40 nuclide.
The excitation energy is determined as 29 829.39(6) eV. It is one order of magnitude more precise than the previous
measurement. The estimated uncertainty of the photon energy measurement was 0.7 ppm as a standard deviation and
the maximum observed deviation was 2 ppm.
1. Introduction
A synchrotron radiation X-ray beam is often monochro-
matized by silicon monochromators installed in the beam
line. The energy bandwidth of this monochromatized beam
is usually a few electron volts (eV), narrower than sub-eV
bandwidth is also easily available by using high-resolution
monochromators. The monochromatic beam is used in
various research fields that require an accurate photon en-
ergy. For example, in nuclear resonant scattering (NRS)
experiments [1], narrow resonance peaks of NRS some-
times need to be found. Knowing the accurate photon
energy helps in finding the resonance without wide en-
ergy scanning, which is especially useful for searching weak
resonance peaks. Accurate photon energy information is
also needed to determine the lattice spacing of samples for
the structural determination of crystalline, non-crystalline,
and nano-materials [2].
While various absolute energy calibration methods have
been proposed thus far [3–5], the most commonly used
technique is to measure an absorption edge of a reference
element. Although the absolute photon energy is adjusted
at a certain absorption edge, the absolute photon energy
easily deviates over time because of uncontrollable fac-
tors, such as a change in the thermal distribution of the
monochromators. In particular, in NRS measurements,
the photon energy is scanned to search for a resonance
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peak; the scanning operation changes the monochroma-
tor condition and energy drifts are unavoidable. The ab-
sorption edge measurement method cannot overcome such
problems. Therefore, an easily available in-situ method
that can calibrate the absolute photon energy in a wide
energy range is highly appreciated.
The authors recently demonstrated the NRS measure-
ment of the thorium-229 nucleus [6] to study its low energy
first excited state, called an isomer [7–9]. In this work,
the thorium nuclei were resonantly excited to the second
nuclear state by irradiating them with a monochromatic
X-ray beam. The accurate X-ray photon energy measure-
ment was a key component of the work. Since the reso-
nance is weak and there is a large non-resonant scatter-
ing background, the X-ray photon energy had to be suffi-
ciently monochromatized and stabilized over a long period.
More specifically, the resonance energy was 29 keV, and
the bandwidth of the X-ray photon energy was ∼0.1 eV;
therefore, the photon energy had to be monitored at a
1 ppm level during 24-hour scanning. Further, the abso-
lute energy can be used to accurately determine the isomer
energy by combining with high-accuracy gamma-ray spec-
troscopies [10].
The absolute energy measurement system used in the
present study utilizes a method developed by Bond [11],
which was originally used for crystal lattice spacing mea-
surements. This method is based on Bragg’s law: the re-
lation between the wavelength of an X-ray photon λXray,
which is the inverse of the photon energy EXray, and the
crystal lattice spacing d is λXray = 2d sin θB, where θB is
Preprint submitted to Elsevier October 5, 2020
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the Bragg angle of the crystal. To increase the measure-
ment accuracy, Bond proposed and designed a measure-
ment scheme in which the X-ray Laue diffraction angle of
a reference crystal is measured at both sides of the pri-
mary beam. This method can eliminate zero-point offset
because it uses the angle difference between both diffrac-
tions. It can also eliminate possible setting errors of the
crystal by in-situ alignment. The Bond method has been
widely used for the lattice spacing determination of various
crystals, and the reported uncertainties are ∆d/d ∼ 10−5
[12, 13].
For the X-ray photon energy calibration, the Bragg
angle is measured with a reference crystal whose lattice
spacing is well-known. The lattice spacing of a silicon sin-
gle crystal has been well established with an accuracy of
∆d/d ∼ 10−7 [14, 15]. Therefore, the key to an accurate
absolute energy measurement is the accurate measurement
of the diffraction angle. For example, the accurate energy
calibration of X-ray absorption edges on the order of 10−5
to 10−6 has been reported by using a silicon reference crys-
tal and a Bond diffractometer [4]; the angle uncertainty
was ±0.12 arcsecond measured by a dedicated calibration
method [16].
In the present study, we used a rotary encoder equipped
with a self-calibration function, called SelfA [17] for an ac-
curate angle measurement. It was originally developed
in the National Metrology Institute of Japan and is now
commercially available. The accuracy of the angle mea-
surement is better than 0.1 arcsecond.
In this study, we adopted the accurate rotary encoder
based on SelfA for a Bond diffractometer to the absolute
photon energy measurement of the synchrotron radiation
X-ray beam. This method can perform in-situ measure-
ments within ∼3 minutes and it can be applied to any
energy range. The apparatus can be easily positioned at
the downstream end of the experiment such that the main
experiment is not disturbed. We took repeated measure-
ments of the excitation energy of the first excited state of
the potassium-40 (40K) nucleus with various settings to
verify the reliability of this method.
2. Bond diffractometer
2.1. Principle
The Bond diffractometer measures the absolute energy
of X-ray photons based on the diffraction angle (θB) from a
silicon single crystal plate (Si plate). The accurate relation
between the X-ray photon energy EXray and the diffraction
angle is
EXray =
1.239841857 [keV · nm]
2d(P, T ) sin θB sin θbeam sin θrecip
, (1)
d(P, T ) =
d220
2
(
1− 1
3
PCcomp
)
× (1 + (T − 22.5[◦C])Ctemp) , (2)
where P and T are ambient pressure and temperature, re-
spectively, θbeam is the angle between the Si plate rotation
axis and the primary beam, and θrecip is the angle between
the Si plate rotation axis and the reciprocal lattice vector
of the crystal. These angles are graphically shown in fig-
ure 1a. The numerator of Eq. 1 is the conversion factor of
the wavelength to the energy of X-ray photons. The lattice
spacing d depends on the temperature and pressure as de-
scribed in Eq. 2. d220 is the lattice spacing of (220) lattice
planes at T = 22.5 °C and in vacuum (P = 0 Pa), Ctemp
is a thermal expansion coefficient, and Ccomp is compress-
ibility. The first 1/2 factor is added because we used (440)
lattice planes. The Si plate rotation axis has to be per-
pendicular to both the primary beam and the reciprocal
lattice vector of the crystal so that θbeam = θrecip = 90° is
satisfied. Deviations of these angles cause systematic un-
certainty; their accuracy is not crucial however, for their
first derivatives are zero.
2.2. SelfA
The diffraction angle is measured by a rotary encoder
controlled with SelfA. SelfA utilizes the equal division av-
eraged method [18] that relies on the fact that the angle
is a 360° closed system. It analyzes the angular deviation
by evaluating angular signals from multiple reading heads
located at equal angular intervals around the grating lines
on a rotary disk. The reading heads sense the grating lines
that pass over the heads during a rotation. The signal de-
tected from the grating lines contain the angular deviation
from the ideal angular signal.
If N reading heads are arranged at 360°/N intervals,
the system can detect the angular deviation except for the
n×N -th order Fourier components (n is an integer); there-
fore, the number of reading heads should be large to ensure
accurate calibration [19]. Although a larger N is required
to improve calibration, which enables one to detect higher
order Fourier components, the higher order components
have less effect on the angle deviation than the lower or-
der components. Moreover, if other M reading heads are
arranged at 360°/M intervals with the original N reading
heads, some n×N -th order Fourier components can be ob-
tained, and the remaining undetected Fourier components
are only n×N ×M -th order Fourier components. There-
fore, the setup in which the N reading heads arranged at
360°/N intervals and M reading heads arranged at 360°/M
intervals is equivalent to N ×M reading heads arranged
at 360°/(N ×M) intervals.
In this work, we used SelfA, which has twelve reading
heads; these heads were placed at 1/3 (120°), 1/4 (90°),
and 1/7 (51.43°) positions around a rotary disk as shown
in figure 2. This setup can be used to detect the angular
deviation from the ideal exact equally spaced lines except
for the 84n-th order Fourier components.
The rotary encoder has 36000 grating lines with an an-
gular pitch of 0.01°. These signals read by the heads are
electrically divided into 1024 subpoints by an interpolating
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Figure 1: a) Schematic of the Si plate. Geometric arrangement of the X-ray primary beam, plate rotation axis, and reciprocal lattice vector
of the crystal is drawn. b) Schematic of the Bond diffractometer. c) Schematic of the beam line. HHM: High heat-load monochromator;
HRM: High resolution monochromator; IC: Ionization chamber; θB: Bragg angle. The X-ray beam shown as the orange line comes in from
the left side and passes through the Si plate in each panel. The diffracted beams are indicated by thin orange lines. In sub-figures b and c,
the Si plate is rotated by the Bragg angle from the angle perpendicular to the beam, and one PIN photodiode receives the diffracted beam.
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Figure 2: Schematic of the rotary encoder equipped in SelfA. The
twelve triangles represent the reading heads and their labels indicate
their grouping.
circuit between the grating pitches to increase the angu-
lar granularity to 36000 × 1024, which correspond to the
angular pitch of 0.035 156 25 arcsecond.
2.3. Instruments
The Bond diffractometer comprises a rotation table
based on SelfA, a manual rotation table, a Si plate, two
motorized swivel stages, and two silicon PIN photodiodes.
Its schematic is shown in figure 1b, and a photograph is
shown in figure 3.
The Si plate was placed at the top of the apparatus.
The thickness of the plate was 0.5 mm. The Si plate was
cut from the same ingot of the standard reference crys-
tal used in a previous study [14, 15] with natural isotopic
compositions; in that study, the lattice spacing d220 of the
(220) lattice planes was measured carefully. The Si plate
was glued on an aluminum plate and was covered by an
aluminum cover (not shown in figure 1), which had poly-
imide beam windows at both ends. It was also covered by
foamed polystyrene to stabilize the temperature around
the Si plate. A glass epoxy G10 block was inserted between
the crystal and the motorized components at the bottom
for thermal isolation. Two temperature sensors, calibrated
to an absolute accuracy of greater than ∆T = ±5 mK
were set inside the aluminum cover in advance. The sen-
sors were read by a thermometer readout module (Fluke
Black Stack thermometer 1560 and Platinum Resistance
Thermometer scanner 2562) with an absolute accuracy of
∆T = ±10 mK.
The Si plate was mounted on a stack consisting of a
top motorized swivel stage, manual rotation table, rotation
table based on SelfA, and bottom motorized swivel stage,
from top to bottom. The two swivel stages were used to
align the mutual angles along the three axes. The manual
100 mm
Figure 3: Photograph of Bond diffractometer. The black circular
plate is the rotation table based on SelfA.
rotation table was used to check the uniformity of SelfA;
the details are described in section 3.2.
The rotation table based on SelfA was manufactured
by e-motion system, Inc. All the electronics were housed
in the bottom case. The rotation table was supported by
an air-bearing.
The two silicon PIN photodiodes were used for detect-
ing the diffracted beam. These photodiodes were placed
such that the angle difference between the primary beam
and the line from the Si plate to a photodiode was twice
the Bragg angle. The sensitive area of the photodiodes
was 28 × 28 mm2, and the thickness was 500 µm. These
were disposed at an angle of ∼45° to the incident beam.
The output current from the photodiodes was read out by
current amplifiers (KEITHLEY 428).
2.4. Measurement procedure
For absolute energy measurement, the X-ray beam diffrac-
tions were monitored while rotating the Si plate. The X-
ray diffraction occurred only when the angle between the
primary beam and the reciprocal lattice vector of the crys-
tal coincided with the Bragg angle. Figure 4 shows the
diffraction peak monitored by one PIN photodiode. We
rotated the rotary encoder by ∼0.4 arcsecond and fixed it
each time. We repeated this 0.4 arcsecond rotation step
100 times as shown in the figure. It took ∼1 second for a
step. The rotation angle at the diffraction center at each
side of the primary beam was obtained by fitting with a
Gaussian function. The angle difference between the two
peaks ∆θ was 2θB. Finally, the X-ray photon energy was
determined by substituting the obtained θB into Eq. 1.
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Figure 4: (Top) X-ray diffraction peak measured on one side. The
horizontal axis is the Si plate rotation angle controlled by SelfA,
and the vertical axis is the output current from the PIN photodiode.
(Bottom) The residual plot of the upper figure.
Before the actual photon energy measurement, the two
swivel stages should be adjusted. For this, we measured
and minimized the angle difference ∆θ by rotating the
swivel stages. We iterated the adjustment of the swivel
stages individually. Next, we disconnected the power ca-
ble of the upper swivel stage, and we performed the self-
calibration of SelfA. Since 360° rotation is required for
SelfA calibration, the temperature sensor cables were also
disconnected to prevent tangling.
3. Measurement
3.1. NRS measurement
We performed the NRS measurement at the SPring-
8 BL19LXU beamline [20]. We measured the resonance
energy of the first excited state of the 40K nuclide, with a
resonance energy and half-life of Eres = 29829.9(6) eV [21]
and 4.24(9) ns [22], respectively. Its energy linewidth is
sufficiently narrow compared with the energy bandwidth of
the X-ray beam and can be ignored; thus, this excited state
is a good target for the NRS measurement. We carried out
the measurements in three beam times with two units of
SelfA to verify reproducibility. The parameters are listed
in Table 1.
In beam times 1 and 2, the bunch mode was A, in which
203 identical electron bunches were equally spaced with a
time interval of 23.6 ns in the storage ring; in beam time 3,
the bunch mode was D, in which 15% of the total current
was shared in five bunches with a time interval of 684.3 ns,
and the remaining 85% was equally shared in successive
bunch trains in 1/7 of the circumference with a repetition
rate of 1.966 ns [23].
For the SelfA, the first one, which was used for beam
times 1 and 2, was manufactured in 2007, and the second
one, which was used for beam time 3, was manufactured
in 2019. Other parts such as the Si plate, temperature
sensors, and swivel stages were identical for all beam times.
Table 1: Parameters of NRS measurements.
Beam time Bunch mode HRM SelfA
1 A Si(440), Si(660) 1
2 A Si(440), Si(660) 1
3 D Si(660) 2
The experimental overview is shown in figure 1c. The
X-ray beam was monochromatized by two silicon monochro-
mators. The first Si(111) monochromator was a high heat-
load monochromator (HHM). After passing through the
HHM, the intensity was 8× 1013 photons/s, and the en-
ergy bandwidth was 3.4 eV full width at half maximum.
The second monochromator was a high energy resolution
monochromator (HRM); we used Si(440) or Si(660) as the
HRM. The beam size was defined to be approximately
0.4 × 0.4 mm2 by the slit located after the HRM. The
beam intensity was 4× 1012 (1× 1012 ) photons/s, and the
full width at half maximum of the energy bandwidth was
0.26 (0.10) eV for Si(440) (Si(660)). The beam intensity
was monitored by using an ionization chamber positioned
after the slit. The monochromatized beam passed through
the 40K target and then through the Bond diffractometer
at the downstream end.
The apparatus of the NRS measurement was almost
identical to that used in the previous work [6, 24], only the
target was different. The 40K target was a KCl pellet (di-
ameter 3 mm, thickness 0.5 mm) prepared by pressing 5 mg
KCl powder with ∼2 MPa. Because the natural abundance
of 40K is only 0.01%, we used 4% enriched potassium. The
pellet was covered with two 20×20 mm2 MgF2 substrates.
The scattered X-ray photons were detected by a dedicated
energy-sensitive X-ray detector [25, 26].
For the NRS measurements, the HRM was tuned to
scan the photon energy. The typical resonance curve is
shown in figure 5. We repeated the following procedure to
obtain one resonance curve: rotate the HRM, measure the
absolute energy of the photons, then accumulate the NRS
data for 100 s. One point of a resonance curve was obtained
in 4–5 minutes. The resonance energy was obtained by
fitting the resonance curve with a Gaussian function as
shown in figure 5. The data points slightly deviated from
the fitting function but no regular deviation pattern was
found. The deviation could be caused by photon energy
fluctuation or drifts over time because we took the data
directly after rotating the HRM.
3.2. Reproducibility and Uniformity
To verify the reproducibility and uniformity of the sys-
tem, we performed the NRS measurements for various
mutual angles between the Si plate and the rotation ta-
ble based on SelfA by rotating the manual rotation table
between these. For beam times 2 and 3, the resonance
peaks were measured with six and eight angle settings,
respectively, as shown in figure 6. We performed swivel
adjustment and self-calibration function after every rota-
tion of the manual rotation table. The units of SelfA for
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Figure 5: Resonance curve of the first excited state of 40K.
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Figure 6: Resonance peak value of each 40K NRS measurement. The
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the mutual angles between the Si plate and the rotation table. The
horizontal red bars are the averaged values of the measurement with
SelfA1 or SelfA2.
beam times 1 and 2 were different from that for beam
time 3; therefore, the mean value of the resonance en-
ergy was evaluated for each unit of SelfA. We found that
the mean values of the resonance energy were consistent
within ∆Eres = 0.02 eV (∆Eres/Eres = 0.7 ppm) between
the SelfA units, while the maximum deviation from the av-
erage was ∆Eres = 0.06 eV (∆Eres/Eres = 2.0 ppm). This
demonstrates the reproducibility, including the individual
difference in units of SelfA and beam time.
3.3. Uncertainty analysis
3.3.1. Lattice spacing of the silicon crystal
We quoted the lattice spacing as d220 = 192.01559(2) pm,
considering the inhomogeneity of the crystal [14, 15]. The
energy uncertainty due to this inhomogeneity was 0.10 ppm.
For the thermal expansion effect, the uncertainty of the
temperature and the thermal expansion coefficient were
considered. The difference between the two temperature
sensors was ∼0.026 K. This difference can be considered
as the temperature gradient inside the cover that arises
because of the heat load from the lower motorized compo-
nents. We considered half of the difference (0.013 K) as the
uncertainty. A local temperature deviation inside the Si
plate where it was actually irradiated by the X-ray beam
will cause uncertainty. The heat load of the Si plate due to
the X-ray beam was estimated as ∼0.5 mW. We estimated
that the local temperature increase at the irradiation spot
was lower than 0.01 K through a finite element analysis cal-
culation. The thermal expansion coefficient we used was
Ctemp = 260.00× 10−8 /K based on a previous study [27].
Although the coefficient slightly depends on the tempera-
ture, it is sufficient to use the constant value because the
average between the base temperature (22.5 °C) and the
actual temperature (27.5 °C) is Ctemp = 260.11× 10−8 /K.
Therefore, the temperature dependence of the coefficient
was not taken into account.
For compression due to ambient pressure, we did not
correct the pressure effect or use a pressure sensor in this
study. Even if the uncertainty of the pressure was ∆P/P =
10%, the uncertainty of the energy is less than 0.05 ppm
because the compressibility is only Ccomp = 1.0221(3) ×
10−11 /Pa [28]; therefore, the compression effect was ig-
nored in this study.
By summing the uncertainties mentioned above in quadra-
ture, the uncertainty due to the lattice spacing was esti-
mated to be ∆d/d = 0.11 ppm. These uncertainties and
their contributions on the lattice spacing are summarized
in table 2.
3.3.2. SelfA angle measurement
The uncertainty of the angle measurement by SelfA
was classified into four parts.
The rotary encoder was servo controlled with a resolu-
tion of 0.035 arcsecond per pulse. The quantization uncer-
tainty of 0.035/2
√
3 arcsecond ∼ ±0.010 arcsecond should
be considered.
While the crystal angle was fixed, the angle deviated
for one pulse. Therefore, the maximum angle deviation
should be less than 1 ± 1 pulses, and the quantization
uncertainty of a rectangular distribution with a width of 3
pulses (0.035× 3/2√3 arcsecond = ±0.030 arcsecond) was
added to the uncertainty.
The calibration values of SelfA could fluctuate at a cer-
tain level because of the variation in the measuring envi-
ronment. To estimate the fluctuation, we performed three
calibrations for each calibration sequence, and we used the
averaged values of these three cycles. Figure 7 shows the
individual calibration values of the three cycles along with
their average. Note that the figure is an enlarged view that
shows only the 0.02◦ region from the entire 360◦ circum-
ference. Figure 8 shows the averaged calibration values for
the entire circumference. We evaluated the standard devi-
ation from the average to be less than ±0.030 arcsecond.
The last factor was the higher order of the Fourier com-
ponents that SelfA cannot detect. A detailed explanation
on this analysis procedure is provided in a previous work
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Table 2: Uncertainty related to lattice spacing d.
Parameter Value Uncertainty Contribution (ppm)
Lattice spacing d220 192.015 59 pm 0.000 02 pm 0.10
Temperature monitor T ∼27.5 °C 0.013 K 0.03
Local heating T - 0.009 K 0.02
Temperature expansion coefficient Ctemp 260.00× 10−8 /K 0.11× 10−8 /K <0.01
Total 0.11
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Figure 7: Calibration values obtained by performing the self calibra-
tion function three times. The horizontal axis shows the rotation
angle of the SelfA calculated based on the number of steps of the
rotary encoder, and the vertical axis is the calibration value for each
rotation angle. The colored points are individual calibration values;
each color represents a different calibration sequence. The black line
is the average of the three sequences.
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Figure 8: Averaged calibration value for each angle position along
the entire circumference of the rotary encoder.
10-5
10-4
10-3
10-2
10-1
100
101
A
ng
le
 d
ev
ia
tio
n 
(a
rc
se
co
nd
)
100908070605040302010
DFT frequency component
Figure 9: DFT component below the 100th order.
10
-8
10
-6
10
-4
10
-2
10
0
A
ng
le
 d
ev
ia
tio
n 
(a
rc
se
co
nd
)
1086420
DFT frequency component
×105
Figure 10: DFT component up to the 1× 106th order.
[19]. As mentioned in section 2.2, the self-calibration func-
tion cannot detect the 84n-th order Fourier components.
This magnitude can be estimated from the lower order
components. Figures 9 and 10 show the typical discrete
Fourier transformed (DFT) components of the calibration
values. According to figure 9, any components higher than
the 18th order were less than 0.01 arcsecond; thus, the 84n-
th order components could be assumed to be lower than
0.01 arcsecond as well.
The peak components in figure 10 were due to the elec-
trical interpolation, which appeared every 36000 compo-
nents. The 7n-th order components of the interpolation
(252000th) cannot be detected, and these can be assumed
to be less than 0.01 arcsecond.
By summing the uncertainties listed in this subsection
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in quadrature, the angle uncertainty due to the SelfA was
estimated to be 0.044 arcsecond, and the corresponding
photon energy uncertainty was ∆EXray/EXray = 0.67 ppm.
This was the dominant uncertainty in our estimations.
These uncertainties in the angle measurement are listed
in table 3.
3.3.3. Other sources
The effects due to the uncertainty of the swivel setting
were estimated from the repeatability of the angle mea-
surement of the swivels. The repeatability was conser-
vatively ∆θbeam = ∆θrecip = 0.01
◦, and the correspond-
ing photon energy uncertainty was 0.03 ppm. Because the
diffraction peak shapes (shown in figure 4) are dominated
by the horizontal angular divergence of the incident beam,
the shapes on both sides are supposed to be identical;
therefore, the difference between these sides should be con-
sidered as the systematic uncertainty. We estimated this
effect by fitting the shapes to various functions as well
as to the simple Gaussian function, and we conservatively
adopted the maximum deviated function. The resulting
uncertainty was 0.0083 arcsecond for θB; the correspond-
ing photon energy uncertainty was 0.17 ppm. The statis-
tical precision of the diffraction peak center determina-
tion by the Gaussian fit was estimated as 0.0095 arcsecond
for a diffraction peak. The corresponding photon energy
uncertainty was 0.14 ppm. The last uncertainty is cate-
gorized as a random error, while the other uncertainties
are systematic for the X-ray photon energy measurement
because it is reasonable to suppose that the swivels set-
ting and the beam angle divergence are unchanged during
measurements.
In addition, we checked the dependence of the rotation
direction on the rotation table and beam intensity, which
were not supposed to affect the measurements. The change
in the measured resonance energy was 0.23 ppm when the
rotation direction was reversed. For the beam intensity
effect, we reduced the beam intensity to half, and the mea-
sured resonance energy was stable within 0.04 ppm from
the original intensity. Since these two effects were smaller
than the estimated uncertainty, they can be ignored.
3.4. Results
Among the NRS measurements for the three beam
times, the maximum deviation from the average of the
measured resonance energy was observed at a level of 2 ppm,
while the estimated uncertainty of the photon energy mea-
surement, which we discussed in this section, was 0.7 ppm
as a standard deviation in total. Table 4 summarizes the
uncertainties discussed in this section.
We determined the excitation energy by averaging all
the values, and we conservatively quoted the maximum
deviation as the uncertainty: 29 829.39(6) eV. This result
is one order of magnitude better than the previously re-
ported value of 29 829.9(6) eV [21].
4. Conclusion
We reported a new absolute X-ray energy measurement
method. The method uses a Bond diffractometer with a
silicon single crystal plate and a commercially available
rotation table. We measured the resonance energy of the
first excited state of the 40K nuclide via the NRS tech-
nique and demonstrated the performance of the proposed
method. The results, which were obtained using two dif-
ferent units of SelfA, showed a good agreement, better
than ∆E/E = 0.7 ppm. While the estimated uncertainty
of the photon energy measurement is at a level of 0.7 ppm,
the observed reproducibility was found to be 2 ppm at the
maximum deviation from the average. We improved the
energy measurement of the first excited nuclear state of
the 40K nuclide by one order of magnitude. This improve-
ment is achieved based primarily on the high-accuracy an-
gle encoder, SelfA, which is able to determine the rotation
angle with an accuracy on the order of 0.1 arcsecond. The
system can be applied to a wide energy range of the X-
ray beam and enables fast and easy in-situ photon energy
calibration.
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Appendix A. Reproducibility with fixed photon
energy
In this section, we describe the stability and unifor-
mity measurements with fixed photon energy instead of the
NRS measurement. These measurements were done dur-
ing beam time 3. The angle of both HHM and HRM were
fixed, and the photon energy measurement was repeated
for various mutual angles. As we described in the introduc-
tion, the absolute photon energy can easily deviate because
of changes in the thermal distribution of monochromators.
This cannot be avoided in the NRS measurement because
the photon energy has to be scanned. The advantage of
this study is that the monochromators can be fixed in the
beam line. However, this measurement cannot distinguish
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Table 3: Uncertainty related to angle measurement.
Parameter Value Angle uncertainty
Angle quantization 0.035 arcsecond 0.010 arcsecond
Servo control quantization 0.105 arcsecond 0.030 arcsecond
Calibration fluctuation 0.030 arcsecond
Higher-order Fourier components <0.01 arcsecond
Total 0.044 arcsecond
Table 4: Energy uncertainty estimation list.
Parameter Contribution (ppm)
Lattice spacing 0.11
Angle measurement by SelfA 0.67
Diffraction center determination∗ 0.14
Diffraction peak shape 0.17
Swivel setting 0.03
∗random
between the fluctuation of the photon energy itself and
that of the measurement system; therefore, it only indi-
cates an upper bound in a short time range without the
energy scan.
Figure A.1 shows the results of the energy, which was
measured 23 times in ∼85 minutes. The manual rotation
table was fixed during the run. The peak-to-peak devia-
tion was 17 meV. Figure A.2 shows the results of the mea-
sured energy for various mutual angles. The time required
was 10–15 minutes for one point and ∼150 minutes for all
points. The peak-to-peak deviation was 30 meV; this de-
viation is smaller than the observed uncertainty described
in the main text.
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Figure A.1: Repeated photon energy measurements.
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